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Introduction
Reverse shoulder arthroplasty (RSA) was created in 
1987 by Grammont [1]. This implant modifies the joint 
biomechanics by lateralizing and lowering the joint rota-
tion center. Except in acute context (fracture, traumatic 
rotator cuff tear), this implant is designed to compen-
sate the deficiency of the rotator cuff in elderly subjects 
suffering from chronic rotator cuff tear with significant 
fatty degeneration, for which repair is not possible. In 
this case, the deltoid (composed of 3 segments: anterior, 
middle and posterior) became the only motor for anterior 
elevation and abduction of the shoulder [1].
However, deltoid moment arm change has an implica-
tion on the tension applied on this muscle. Over-tension 
will result in increased pain, decreased range of motion 
and potentially an increased incidence of acromial frac-
tures. In contrast, tension default is associated with an in-
creased rate of shoulder dislocation. Several parameters 
influence this tension: extrinsic parameters represented 
by implant design and intra-operative implant position-
ing, as well as intrinsic parameters such as the deltoid’s 
biomechanical properties. By determining pre-operative 
deltoid elasticity, the surgeon can adapt the design and 
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positioning of implants. In post-operative care, physi-
otherapy can  be adapted according to the evolution of 
muscle elasticity [2]. 
The importance of the deltoid in achieving satisfacto-
ry outcomes after RSA has been reported through biome-
chanical studies using cadaveric shoulders [3], finite ele-
ment analysis [4] and three-dimensional motion analysis 
using virtual shoulder models [5,6]. However, only the 
changes of deltoid moment arm or its required force for 
shoulder motions have been evaluated. Although deltoid 
evaluation techniques exist such as X-rays, CT-scan and 
MRI [7,8], they remain difficult to apply in clinical fol-
low-up practice and they are not informative on muscle 
mechanical properties.  
Shear wave elastography (SWE) is a quantitative, 
non-invasive and relatively low-cost tool to evaluate the 
biomechanical properties of the deltoid. The method is 
based on the measurement of shear wave speed (SWS) in 
the tissue; this parameter is directly related to the shear 
modulus, an inherent parameter related to tissue stiffness 
[9]. While the reliability of SWE has been proved in a 
large number of studies, the shoulder presents specific 
difficulties and, in particular, the standardization of the 
arm position and the determination of the different an-
atomical regions of the deltoid. Currently, there is no 
baseline data to evaluate pathologic shoulder measures. 
Furthermore, adjacent bony structures to shoulder mus-
cles, including the acromion, scapular spine and clavicle 
have been shown to interfere with a uniform compression 
of the soft tissue [10], as well as sparse overlying subcu-
taneous tissue.
The aim of this study was (1) to determine reliabil-
ity and feasibility of deltoid elasticity assessment using 
SWE and (2) to assess the changes of deltoid stiffness 




A total of 38 subjects were included in this study from 
October 2019 to June 2020. Healthy subjects were select-
ed from the hospital and university staff. RSA patients 
were selected from the orthopedic surgery department 
of Bichat Hospital (Paris, France). Two groups were 
formed: healthy group (n=26, native shoulder, painless 
and complete range of motion) and RSA group (n=12). 
Indication for RSA was eccentric omarthrosis. All sub-
jects were adults. Exclusion criteria were: (1) neuro-
muscular pathology, (2) previous fracture of the humeral 
head or glen, (3) previous shoulder surgery. Professional 
athletes were not included in the study. 
The study was approved by the Ethical Committee 
(CPP Ile de France VI) and all patients provided written 
informed consent before data and collection.
Surgery protocol
All patients were operated on by the same surgeon 
with same supero-lateral approach. This approach re-
quired passage between the anterior and middle portion 
of the deltoid. The distal part of the deltoid was preserved 
to avoid any injury to the axillary nerve. At first, an ana-
tomic section of the humerus at the bone-cartilage junc-
tion was performed. An asymmetric reamer was used for 
increasing the height of the central portion to improve 
osteointegration and it preserved the peripheral rim to 
optimize the stability of the baseplate. Then, the humeral 
implant was retroverted by 20° and was uncemented. 
Care was taken to not cause any damage to the deltoid 
muscle. Repair was performed for any existing deltoid 
muscle lesion, especially the anterior deltoid.
Short humeral stem RSA (Ascend, Wright, US) was 
used with a 145° cervico-diaphyseal angle. The same 
physiotherapist managed all patients after surgery.
Clinical assessment
After surgery, at a minimum of 24 months follow-up, 
patients underwent clinical assessment to perform deltoid 
clinical palpation and determine Constant score [11], fol-
lowed by the ultrasound procedure described below. The 
surgeon performing the clinical evaluation was blinded 
from the ultrasound measurements and vice-versa.
SWE 
Measurements were performed with an Aixplorer 
(SuperSonic Imagine, Aix en Provence, France) and a 
linear SL-10 probe (10 MHz central frequency). Training 
sessions on manipulation and interpretation of elastog-
raphy sequences were performed before the beginning 
of this study by the 2 investigators (P.B and R.D). Intra- 
and inter-observer agreements in reproducibility of the 
measurements were evaluated. Subjects avoided sport 
sessions within 24 hours before ultrasound measure-
ments.
First, B-mode imaging was used to identify each del-
toid segment, to evaluate the structure of the muscle and 
to exclude a pathological process in the healthy subject 
(tumor, fibrosis, bursitis, etc).
Investigators adjusted the imaging parameters (depth, 
brightness, SWS range, etc.) to optimize the acquisition 
for each patient. The adjustment of the image should 
make it possible to obtain an image in the long axis of the 
deltoid muscle allowed for the simultaneous visualiza-
tion of the tendon insertion/ footprint at the greater tu-
berosity, non-insertional (proximal) tendon and adjacent 
peribursal tissues/deltoid muscle. The probe was placed 
parallel to the deltoid fibers to acquire elastography and 
only the slightest pressure was applied to avoid com-
pressing the tissue. 
Investigator performed bilateral measurements of 
each deltoid segment in relaxed position (palms on his 
thighs), in each group.
A specific measurement of the anterior segment of 
the deltoid in abducted position (45° and 60°) was per-
formed, for the dominant side in the healthy group and 
for the operated side in the RSA group. 
Each acquisition corresponded to a 10-seconds video 
(about 10 frames). Previously validated custom post-
processing software by Vergari et al [12,13] was used to 
define a region of interest (ROI) in the first video frame 
and semi-automatically tracked in following frames. Av-
erage shear modulus was calculated in each frame ROI 
and then averaged to obtain one value per acquisition. 
This allowed the continual measuring of the same ROI 
and avoiding zones where the signal was unreliable. ROI 
was placed manually by the investigator, avoiding fascia 
and bone structure [14] (fig 1). 
Statistical analyses
Statistical analysis was performed using SAS 9.1 
software (SAS Institute, Cary, IN, USA). ANOVA test 
was used to analyze SWS between each segment of the 
deltoid and after between each shoulder. The post hoc 
test was used if the ANOVA test was significant. Correla-
tion was analyzed with the Pearson test. P values equal to 
0.05 were considered to indicate statistical significance. 
ISO 5725 standard was used to calculate intra-investiga-
tor repeatability and inter-investigator reproducibility in 
terms of standard deviation (SD, in m/s units) and coef-




Mean age was 33.7±14.6 years. Sex ratio was 1.9 fe-
male to male. 
The inter-investigator reproducibility of the measure-
ments in the resting position was less than 0.12 m/s for 
each deltoid segment, corresponding to a coefficient of 
variation of less than 6%. Coefficient of measurements 
variation was less than 6.1% and 0.13 m/s. Bland and 
Altman plot of the whole data is reported in figure 2. 
SWS measurements are reported in table I. In the dom-
inant side, no difference was found between the anterior 
and middle segment (p=0.14). These segments were sig-
nificantly higher than the posterior one (p < 0.0001). In the 
non-dominant side, no difference was found between the 
anterior and middle segment (p=0.21). These segments 
were significantly higher than the posterior one (p<0.0001).
In the abduction position, compared to the rest posi-
tion, SWS of the anterior segment decreased at 45° ab-
duction (2.4±0.1 vs 2.2±0.1, p=0.0003) and increased at 
60° abduction (2.4±0.1 vs 2.6±0.1, p<0.0001). 
RSA group
Mean age of the patients was 67.2±8.3 years. Sex ra-
tio was 0.7 female to male. Mean follow-up since surgery 
was 27.1±5.3 months. Operated shoulder corresponded 
to the dominant side in 8 cases (67%). Mean Constant 
score was 74±13 and mean VAS was 2±2. Range of 
motion in forward flexion was 133±31°, abduction was 
113±23° and external rotation was 35±13°.
Data variability was higher in the RSA+ group. The 
surgical scar between the anterior and middle deltoid seg-
ment was avoided for SWS measurement. No significant 
difference was found between the SWS measurement of 
the operated and non-operated side. SWS measurements 
of the operated side of the anterior and middle segment 
were significantly higher compared to the healthy group. 
Results are reported in table II and table III.
Fig 1. ROI measurement.










Anterior 2.4±0.11 2.3±0.14 0.22
Middle 2.3±0.11 2.3±0.13 0.26
Posterior 2.2±0.12 2.1±0.11 0.18
The results are expressed as mean±standard deviation. SWS: Shear 
Wave Speed
In the abduction position, compared to the rest posi-
tion, no difference in SWS of the anterior segment was 
found at 45° abduction (2.7±0.6 vs 2.7±0.7, p=0.71) and 
nor at 60° abduction (2.7±0.6 vs 2.8±0.6, p=0.75). 
No correlation was found between the SWS values 
and the Constant score.
Discussion
This study confirmed reliability and feasibility of 
SWE in the assessment of the shear modulus of the three 
deltoid segments (anterior, middle, posterior) in different 
postures: palms on the thighs and at three abduction posi-
tions: 0°, 45° and 60°.
Results reported in the healthy group could give an 
insight into deltoid muscle function. For each side, no 
significant difference was found between SWS of the an-
terior and middle segment. Often ignored in the evalua-
tion of the deltoid function, ultrasound assessment of this 
muscle segment will permit the reassessment of its role 
in abduction and correlate the evolution of its mechanical 
properties with clinical outcomes. 
In the healthy group, SWS decreased at 45° abduction 
and increased at 60° abduction in comparison to the rest 
position. This observation was surprising because deltoid 
is shortened in abduction and therefore a progressive de-
crease of SWS was expected. However, two factors can 
explain this phenomenon. First, the position of the sling 
was not perfectly orthogonal to the body. Thus, at 45° ab-
duction the sling induced a component of forward flexion 
and therefore a shortening of the deltoid. At 60°, the arm 
was in a slight retroflexion, thus causing an elongation of 
the deltoid which could have caused an increase in SWS. 
Such increase was previously demonstrated in vivo using 
ultrasound elastography for evaluating upper limb mus-
cles or lower limb muscles [15]. This is consistent with 
the increase of muscle stiffness according to elongation 
which was observed by Hatta et al [16] on 8 cadaveric 
Fig 2. Bland and Altman plots of the reproducibility study in healthy subjects (investigator 1 and 2 represented by circles and trian-
gles respectively)











Anterior 2.7±0.63 2.4±0.13 0.017
Middle 2.5±0.16 2.3±0.12 0.004
Posterior 2.2±0.14 2.2±0.13 0.31
The results are expressed as mean±standard deviation SWS: Shear 
Wave Speed
* No difference was made between dominant and non-dominant
side










Anterior 2.7±0.63 2.4±0.09 0.08
Middle 2.5±0.16 2.4±0.10 0.06
Posterior 2.2±0.14 2.12±0.12 0.80
The results are expressed as mean±standard deviation; SWS: Shear 
Wave Speed
shoulders. The second factor could have been a modifica-
tion of involuntary contraction of the deltoid at elevated 
abduction positions, described by Kok et al [17], which 
can also increase SWS [18].
Kim et al [19] evaluated deltoid SWS at different ab-
duction positions. SWS measurement at 45° abduction 
were ranged approximatively between 17 kPa and 21 kPa 
corresponded to 2.3 m/s and 2.5 m/s. These values were 
similar to our measurements in the healthy group (range 
1.9 m/s to 2.3 m/s). Thus, in our study, we can consider 
that the forward flexion component of the sling was neg-
ligible and the muscle was well relaxed and shortened.
In clinical practice, deltoid elongation can be ob-
served after RSA. The clinical consequences of hyper-
elongation, also called over-tension, of the deltoid have 
already been described: increased pain, reduction of 
mobility, increased risk of acromial fracture [20]. These 
findings were also reported by Pegreffi et al [7] with the 
use of EMG. There is a deterioration of the deltoid fibers 
at 2 years postoperatively.
The use of ultrasound to assess deltoid after RSA 
was evaluated in 2016 by Fischer et al [21]. Sixty-four 
patients were included and the evaluation was bilateral. 
Acoustic radiation force impulse imaging and Doppler 
were used to evaluate the SWS of the different deltoid 
segments. Those authors found a significantly stron-
ger perfusion and larger caliber of the deltoid muscle 
in patients with an above-average outcome after RSA 
compared with patients with a below-average outcome. 
Functional and ultrasound evaluations showed impaired 
function and diminished deltoid perfusion of the oper-
ated-on shoulder compared with the contralateral side. 
Reduced perfusion kinetics of the operated-on shoulder 
should be a sign of muscle tissue atrophy and can be as-
sociated with the ultrasound elastography to assess the 
atrophy. However, those authors compared the operated 
side with the contralateral one. They found asymmetry 
in patient outcomes in both short- and long-term fol-
low-up. Degradation of the deltoid muscle over time was 
observed in an earlier study [22]. Therefore, comparison 
to a contralateral side could lead to overestimate or un-
derestimate the results according to the dominance of the 
operated side. 
In the present study, the RSA group was compared 
to a cohort of subjects with healthy shoulders. At an av-
erage follow-up of 27.1 months, no differences in SWS 
were found between the different deltoid segments in 
the rest position. SWS values were not correlated to the 
Constant score. However, SWS increased at 45° and 60° 
abduction. This is probably due to a post-operative mod-
ification of the biomechanical properties of the anterior 
deltoid. The superolateral approach crosses between the 
anterior and middle deltoid, hence the anterior deltoid 
can be injured intraoperatively. It is interesting to note 
that the highest SWS were reported and correlated to the 
3 cases of clinical sclerotic rope palpation in the anterior 
deltoid. We developed this idea (sclerotic muscle modifi-
cation) in our previous study [23].
Postoperative sclerosis may be the cause of an in-
crease in SWS. This hypothesis is supported by the fact 
that when we removed these 3 outliers-sclerotic muscles, 
the pattern becomes the same as in the asymptomatic 
group. Thus, this stiffer muscle either stretches more than 
a healthy muscle at 45°, or it prevents forward movement 
of the arm.
This study has some limitations. The main limitation 
was the relatively small number of subjects. There is an 
age and sex difference between the two groups. Howev-
er, we performed statistical analyses to search for a sig-
nificant difference between the dominant sides of the as-
ymptomatic group and the dominant non-operated sides 
of the RSA group and the non-dominant sides of the as-
ymptomatic group with the non-dominant non-operated 
sides of the RSA group. We did not find any significant 
difference and this suggested that the age and sex ratio 
represented an acceptable bias.
This preliminary feasibility study reported that the 
measurement is feasible and reliable in all three deltoid 
segments, and it demonstrated potential application in 
clinical practice. We think that elastography should al-
low improvement of RSA surgical strategy [24] (choice 
of implant, orientation of bone cuts), by optimizing ten-
sion of the deltoid according to the elasticity measured 
in the pre-operative period. The  type of glenosphere (di-
ameter and lateral offset) [5], humeral component (offset 
and rotation) [25], and their positioning (tilt and rotation) 
[6, 26] have demonstrated  that this affect the mechanical 
properties of the deltoid muscle.
In conclusion, this study demonstrated feasibility and 
reliability of shoulder assessment with SWE. Reference 
values for healthy patients can already be used in future 
studies on shoulder pathology and surgery. 
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